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10:52 Fri, Nov 14, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4G20 Case 37947 Contract EPW05030 Region 9 DDTID 37839 SOW SOMO01.2
Initial Calibration Data Summary
A - RRF & CF Multi-Point Report
VOA Low Med 1A Initial Calibration InstrumentID=V6 Column=DB-624 HeatedPurge=No V6G2030.D
RRF-005 RRF-010 RRF-050 RRF-100 RRF-200
VSTD0056Q VSTD0106Q VSTD0506Q VSTD1006Q VSTD2006Q Lab NFG
V6G2035.D V6G2034.D V6G2033.D V6G2032.D V6G2031.D Reported Caleulated
11/01/2008 11/01/2008 11/01/2008 11/01/2008 11/01/2008
11:37:00 11:10:00 10:42:00 10:14:00 09:47:00
Compound Peak RRF/CF RRF/CF RRF/CF RRF/CF RRF/CF AVE o rsp AVE o pep
D RRF/CF RRF/CF

Vinyl chloride 62 0.256 0312 0.269 0.264 0232 0267 110 0267 110
Benzene 78 1472 1.491 1.330 1.331 1249 1375 75 1375 75
Dichlorodifluoromethane 85 0.325 0.294 0.228 0.365 0242 0291 196 0291  19.6
2-Butanone 43 0.110 0.146 0.151 0.153 0155 0.143 131 0143  13.1
Chloromethane 50 0.238 0.264 0.251 0.242 0239 0247 44 0247 44
Carbon disulfide 76 0.963 1.128 1.018 1.040 1.009  1.031 59  1.031 59
1,1-Dichloroethene 96 0.235 0.254 0.266 0.280 0263  0.260 64 0.260 6.4
Chlorobenzene 112 1.051 1.073 1.014 1.029 0994  1.032 30 1.032 3.0
Carbon tetrachloride 117 0.427 0.429 0.394 0.442 0387 0416 57 0416 5.7
Chloroform 83 0.527 0.561 0.534 0.534 0515  0.534 310 0534 3.1
Bromomethane 94 0.144 0.154 0.163 0.144 0125  0.146 97 0.146 9.7
1,2-Dichloroethane 62 0.416 0.426 0.398 0.397 0396 0.407 33 0407 33
Chloroethane 64 0.087 0.087 0.122 0.111 0102 0102 152 0102 152
Trichlorofluoromethane 101 0.366 0418 0.359 0434 0361 0388 92 0388 92
1,4-Dichlorobenzene 146 1.859 1.898 1.730 1.738 1673 1.780 53 1.780 53
cis-1,2-Dichloroethene 9% 0.335 0.340 0.353 0.348 0349| 0345 21 0345 2.1
Trichloroethene 95 0.402 0.395 0.354 0.362 0339 0370 7310370 73
trans-1,2-Dichloroethene 96 0.310 0317 0.309 0313 0306 0311 13 0311 13
1,1,2-Trichloro-1,2,2-trifluoroethane | 101 0.245 0.264 0.187 0.286 0.189| 0234 190 0234  19.0
Tetrachloroethene 164 0.399 0.388 0.324 0.339 0310 0352 112 0352 112
1,2-Dichloropropane 63 0.377 0.388 0.369 0.367 0350  0.370 37 0370 37
Acetone 43 0.092 0.114 0.140 0.143 0.147| 0127 186 0127 186
Ethylbenzene 91 1.615 1.708 1.637 1.694 1592 1.649 30 1.649 3.0
4-Methyl-2-pentanone 43 0272 0.320 0316 0.325 0299  0.306 69 0306 6.9
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10:52 Fri, Nov 14, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4G20 Case 37947 Contract EPW05030 Region 9 DDTID 37839 SOW SOMO01.2
Initial Calibration Data Summary
A - RRF & CF Multi-Point Report
VOA Low Med 1A Initial Calibration InstrumentID=V6 Column=DB-624 HeatedPurge=No V6G2030.D
RRF-005 RRF-010 RRF-050 RRF-100 RRF-200
VSTD0056Q VSTD0106Q VSTD0506Q VSTD1006Q VSTD2006Q Lab NFG
V6G2035.D V6G2034.D V6G2033.D V6G2032.D V6G2031.D Reported Caleulated
11/01/2008 11/01/2008 11/01/2008 11/01/2008 11/01/2008
11:37:00 11:10:00 10:42:00 10:14:00 09:47:00
Compound Peak RRF/CF RRF/CF RRF/CF RRF/CF RRF/CF AVE o rsp AVE o pep
D RRF/CF RRF/CF
Methy! acetate 43 0.190 0.200 0.199 0.205 0200  0.199 29 0.199 2.9
Methylene chloride 84 0.342 0310 0.337 0.320 0324 0326 39 0326 39
Styrene 104 0.892 0.996 1.010 1.050 1033 0.996 62 0.99% 6.2
Methyl tert-butyl ether 73 0.675 0.693 0.685 0.720 0636 0.682 45 0.682 45
Toluene 91 1.577 1.587 1.486 1.493 1403 1.509 50  1.509 5.0
1,1-Dichloroethane 63 0472 0.519 0.508 0.507 0497  0.501 36 0.501 3.6
1,1,1-Trichloroethane 97 0.463 0.488 0.442 0472 0415 0456 62 0456 6.2
0-Xylene 106 0.626 0.674 0.658 0.676 0.665|  0.660 310 0.660 3.1
Bromochloromethane 128 0.174 0.180 0.181 0.186 0.186|  0.181 28 0.181 2.8
m,p-Xylene 106 0.631 0.678 0.665 0.696 0671 0.668 35 0.668 35
1,2-Dichlorobenzene 146 1.664 1.734 1.586 1.594 1520 1.620 50 1.620 5.0
Cyclohexane 56 0.497 0.485 0.346 0.483 0332 0429 192 0429 192
1,2,4-Trichlorobenzene 180 1.012 1.107 1.031 1.029 0.981 1.032 45 1.032 45
1,4-Dioxane 88 0.005 0.008 0.006 0.006 0.005| 0006 186 0006  18.6
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10:52 Fri, Nov 14, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4G20 Case 37947 Contract EPW05030 Region 9 DDTID 37839 SOW SOMO01.2
Initial Calibration Data Summary
A - RRF & CF Multi-Point Report
VOA Low Med 1B Initial Calibration InstrumentID=V6 Column=DB-624 HeatedPurge=No V6G2030.D
RRF-005 RRF-010 RRF-050 RRF-100 RRF-200
VSTD0056Q VSTD0106Q VSTDO0506Q VSTD1006Q VSTD2006Q Lab NFG
V6G2035.D V6G2034.D V6G2033.D V6G2032.D V6G2031.D Reported Calculated
11/01/2008 11/01/2008 11/01/2008 11/01/2008 11/01/2008
11:37:00 11:10:00 10:42:00 10:14:00 09:47:00
Compound Peak RRF/CF RRF/CF RRF/CF RRF/CF RRF/CF AVE opsp AYE oipep
ID RRF/CF RRF/CF

Tetrachloroethene 164 0.399 0.388 0.324 0.339 0.310 0.352 11.2 0.352 11.2
Trichloroethene 95 0.402 0.395 0.354 0.362 0.339 0.370 7.3 0.370 7.3
Methylcyclohexane 83 0.636 0.605 0.385 0.612 0.377 0.523 24.9 0.523 24.9
1,2-Dichloropropane 63 0.377 0.388 0.369 0.367 0.350 0.370 3.7 0.370 3.7
Bromodichloromethane 83 0.463 0.484 0.460 0.463 0.449 0.464 2.7 0.464 2.7
cis-1,3-Dichloropropene 75 0.543 0.561 0.572 0.574 0.550 0.560 2.4 0.560 2.4
4-Methyl-2-pentanone 43 0.272 0.320 0.316 0.325 0.299 0.306 6.9 0.306 6.9
Toluene 91 1.577 1.587 1.486 1.493 1.403 1.509 5.0 1.509 5.0
trans-1,3-Dichloropropene 75 0.426 0.505 0.496 0.507 0.498 0.486 7.0 0.486 7.0
1,1,2-Trichloroethane 97 0.328 0.345 0.320 0.320 0.310 0.325 4.0 0.325 4.0
2-Hexanone 43 0.153 0.221 0.219 0.230 0.225 0.210 15.2 0.210 15.2
Dibromochloromethane 129 0.367 0.394 0.393 0.406 0.403 0.393 3.9 0.393 39
1,2-Dibromoethane 107 0.326 0.349 0.340 0.348 0.339 0.340 2.7 0.340 2.7
Chlorobenzene 112 1.051 1.073 1.014 1.029 0.994 1.032 3.0 1.032 3.0
Ethylbenzene 91 1.615 1.708 1.637 1.694 1.592 1.649 3.0 1.649 3.0
o-Xylene 106 0.626 0.674 0.658 0.676 0.665 0.660 3.1 0.660 3.1
m,p-Xylene 106 0.631 0.678 0.665 0.696 0.671 0.668 3.5 0.668 35
Styrene 104 0.892 0.996 1.010 1.050 1.033 0.996 6.2 0.996 6.2
Bromoform 173 0.431 0.467 0.496 0.525 0.511 0.486 7.7 0.486 7.7
Isopropylbenzene 105 1.559 1.668 1.615 1.701 1.624 1.633 33 1.633 33
1,1,2,2-Tetrachloroethane 83 0.417 0.438 0.403 0.407 0.384 0.410 4.8 0.410 4.8
1,3-Dichlorobenzene 146 1.647 1.743 1.683 1.724 1.644 1.688 2.6 1.688 2.6
1,4-Dichlorobenzene 146 1.859 1.898 1.730 1.738 1.673 1.780 53 1.780 53
1,2-Dichlorobenzene 146 1.664 1.734 1.586 1.594 1.520 1.620 5.0 1.620 5.0
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10:52 Fri, Nov 14, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4G20 Case 37947 Contract EPW05030 Region 9 DDTID 37839 SOW SOMO01.2
Initial Calibration Data Summary
A - RRF & CF Multi-Point Report
VOA Low Med 1B Initial Calibration InstrumentID=V6 Column=DB-624 HeatedPurge=No V6G2030.D
RRF-005 RRF-010 RRF-050 RRF-100 RRF-200
VSTD0056Q VSTD0106Q VSTD0506Q VSTD1006Q VSTD2006Q Lab NFG
V6G2035.D V6G2034.D V6G2033.D V6G2032.D V6G2031.D Revorted Caleulated
11/01/2008 11/01/2008 11/01/2008 11/01/2008 11/01/2008 4
11:37:00 11:10:00 10:42:00 10:14:00 09:47:00
C d Peak RRF/CF RRF/CF RRF/CF RRF/CF RRF/CF AVE oipsp AYE oipep
ompoun D RRF/CF | ”° RRF/CF "
1,2-Dibromo-3-chloropropane | 75 0.089 0.125 0.113 0.117 0.107 0111 122 0111 122
1,2,4-Trichlorobenzene 180 1.012 1.107 1.031 1.029 0.981 1.032 45 1.032 45
1,2,3-Trichlorobenzene 180 0.974 1.078 0.931 0.923 0843  0.950 9.0 0.950 9.0
Hexane 57 0.656 0.629 0.341 0.685 0.391 0540 299 0540 299
Isopropanol 45 0.014 0.017 0.018 0.018 0015 0017 103 0017 103
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10:52 Fri, Nov 14, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4G20 Case 37947 Contract EPW05030 Region 9 DDTID 37839 SOW SOMO01.2
Initial Calibration Data Summary
A - RRF & CF Multi-Point Report
VOA Low Med 6C  Initial Calibration InstrumentID=V6 Column=DB-624 HeatedPurge=No V6G2030.D
RRF-005 RRF-010 RRF-050 RRF-100 RRF-200
VSTD0056Q VSTD0106Q VSTD0506Q VSTD1006Q VSTD2006Q Lab NFG
V6G2035.D V6G2034.D V6G2033.D V6G2032.D V6G2031.D Reported Caleulated
11/01/2008 11/01/2008 11/01/2008 11/01/2008 11/01/2008
11:37:00 11:10:00 10:42:00 10:14:00 09:47:00
Compound Peak RRF/CF RRF/CF RRF/CF RRF/CF RRF/CF AVE o psp | AYE o ReD
D RRF/CF RRF/CF
Vinyl chloride-d3 65 0.339 0311 0313 0.304 0267 0307 85 0307 8.5
Chloroethane-d5 69 0.127 0.137 0.200 0.181 0.156| 0160  19.0| 0160  19.0
1,1-Dichloroethene-d2 100 0.097 0.096 0.100 0.118 0111  0.104 93|  0.104 9.3
2-Butanone-d5 46 0.129 0.162 0.161 0.163 0.161  0.155 95  0.155 9.5
Chloroform-d 84 0.559 0.592 0.582 0.581 0552 0573 29/ 0573 29
1,2-Dichloroethane-d4 65 0.359 0.372 0.353 0.348 0345 0355 30| 0355 3.0
Benzene-d6 84 1.380 1448 1.354 1.340 1248 1354 54 1354 54
1,2-Dichloropropane-d6 67 0419 0414 0.401 0.396 0373 0.400 45 0.400 45
Toluenc-d8 98 1.249 1.335 1.270 1253 1166 1255 48| 1255 4.8
trans-1,3-Dichloropropene-d4 | 79 0.338 0.380 0.399 0.406 0399 0384 71 0384 7.1
2-Hexanone-d5 63 0.089 0.116 0.135 0.138 0130 0122 163 0122 163
1,4-Dioxane-d8 96 0.003 0.006 0.005 0.005 0.004| 0005  234| 0005 234
1,1,2,2-Tetrachloroethane-d2 | 84 0.409 0.407 0.393 0.393 0372 0395 37 0395 37
1,2-Dichlorobenzene-d4 152 0.955 1.010 0.967 0.959 0921 0962 33| 0962 33




